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SECTION 2 - 510(k) SUMMARY OF SAFETY AND EFFECTIVENESS

This summary of 5lO(k) safety and effectiveness information is being submitted in

accordance with the requirements of SMDA 1990 and 21 CFR 807.92

Contact Person Alternate Contact Person
Nancy Gallo Erin Mazzone
Consultant to the Guidant Corporation Manager of Regulatory Affairs
(408) 845-2006 phone Guidant Corporation
(408) 845-1855 fax (408)845-2060 phone

(408) 845-1855 fax

Device Name
Trade Name: Guidant Microwave Ablation System
Common Name: Microwave Ablation System
Classification Name: Cryosurgical unit and accessories (21 CFR 878.4350);

Identification of Predicate Devices
AFx Microwave Ablation System and Accessories K003978
FLEX 10 Accessory for the AFx Microwave Ablation System K013946
CryoGen Cardiac Cryosurgery System K974320
HeartportTM Maze System: Cryoprobe Set K970496

Indications for Use
The Guidant Microwave Ablation System is indicated for the surgical ablation of soft
tissue, and striated, cardiac, and smooth muscles. The System is a device indicated for
use, under direct visualization, in surgical procedures, including minimally invasive
cardiac surgery procedures. The probes ablate the target tissue by creating an
inflammatory response, or thermal necrosis.

Device Description
The Guidant Microwave Ablation System consists of a microwave generator and hand-
held ablation probe accessories. The probe is available in two versions: the FLEX 4 and
the FLEX 10. The ablation probe contains the microwave antenna that emits the
microwave energy.

The microwave generator's output (2450 MHz) is conducted through the output cable,
into the cabling of the Probe, and out the antenna at the distal section of the Probe.
Energy is expressed in a pattern that is radial to the orientation of the ablating tip.
Shielding in the ablating tip inhibits microwave energy expression into non-targeted
tissue. The target tissue contains polar molecules (most notably water), which vibrate in
response to the induced electromagnetic microwave field. This vibration creates heat
through friction, raisin~g the temperature of the tissue throughout the area being ablated.
Upon reaching a certain temperature, the tissue becomes necrotic, and thus fully ablated.

FLEX 4 has a flexible antenna fixed at the distal end of the probe. FLEX 10 has a
flexible antenna that can be moved along the distal end of the probe.
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Testing in Support of Substantial Equivalence Determination

There are no changes in the product's design, technology, materials, manufacturing,
performance, specifications, and method of use or the instructions for use (except for the
updated product name and indication statement).

The proposed change is a labeling change to make the product's indication statement
more precise and consistent with those of the predicate devices with respect to the
surgical access to the tissue. This change has no impact on the target population for the
device.

In view of the above, the testing conducted and included previously in the 510(K)
submissions K003978 and K013946 remains valid and sufficient, in the opinion of the
sponsor, and consequently no additional testing was necessary for the substantial
equivalence determination.

Substantial Equivalence Conclusion

The subject Guidant Microwave Ablation System has been on the market as the AFx
Microwave Ablation System (K003978 and K013946).

There are no changes in the product's design, technology, materials, manufacturing,
performance, specifications, and method of use or instructions for use (except for the
updated product name and indication statement).

The primary change is a labeling change to make the product's indication statement more.
precise and consistent with those of the predicate devices with respect to the surgical
access to the target tissue. This change has no impact on the target population for the
device.

The Guidant Microwave Ablation System and the predicates are widely used by
cardiothoracic surgeons via a variety of surgical approaches, including minimally
invasive approaches, to access and ablate the target tissue. For all these devices, the
method of use is similar in that the surgeon uses a clinically appropriate surgical access to
reach the target tissue and to lightly position the device on it. The physical characteristics
of the subject device with respect to the surgical access and the use are similar to those of
the predicates and do not create any new issues of safety and efficacy.

In view of the above, the subject device is judged substantially equivalent to the predicate
devices.
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